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Shenzhen 863 New Material and Technology Co., Ltd 
Room B201 of the Building 1 & Room 201 of the Building 2, No. 1001, Longgang Road (Pingdi), Longgang District, Shenzhen   

Tel: 0755-85224817  Fax: 0755-28365216   www.szsac.com  E-mail: 863test@sz863.com 

 

Customer : SHENZHEN REFOND OPTOELECTRONICS CO., LTD 

Address : 6th Floor, Building #1, 10th Industrial Zone, Tian Liao Community, Gong Ming Area, 

Guang Ming New District, Shenzhen, China 

 

Sample Information 

Sample Name : Full Color 1515 

Sample Description : Black lamp beads 

Model/P.O. No. : / 

Item/Lot No. : / 

Material : / 

Buyer : / 

Supplier : Refond 

Manufacturer : / 

Received Date : Nov. 5, 2019 

Test Period : Nov. 5, 2019～Nov. 14, 2019 

Test Requested : As specified by customer, to determine Lead (Pb), Cadmium (Cd), Mercury 

(Hg), Hexavalent Chromium (Cr6+), PBBs, PBDEs, DBP, BBP, DEHP, DIBP, 

Fluorine (F), Chlorine (Cl), Bromine (Br) and Iodine (I) content. 

 

Test Method: Please refer to the following page(s). 

Note: / 

Test Result(s): Please refer to the following page(s). 

Test Conclusion: 

1. To test according to the requirements of the customer, the test Lead (Pb), Ca

exceed the required limit of IEC 61249-2-21. 
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Test Process:  
 

 

 

 

 

 

 

 

 

 

 

 
 

 

 

 

 

 

 

 

 

 

  

 

 

5. Test Fluorine (F), Chlorine (Cl), Bromine (Br) and Iodine (I) concentration: 

 

 

 

 

 

4. Test DBP, BBP, DEHP, DIBP concentration: 

Add extraction reagent 
Extracted by ultrasonic 
wave extractors 

Washing and transfer to 

volumetric flask 
Tested by GC-MS 

Sample preparation, 

weigh 

Volumetric with solvent 

2. Test Hexavalent Chromium (Cr6+) concentration: 

Sample preparation, 
weigh 

Add the digesting 
reagent Heat sample 

Filter and transfer to 
volumetric flask 

Adjust filtrate pH to 
7.5±0.5

Add diphenylcarbazide 
solution 

Adjust filtrate pH to 
2.0±0.5 Dilute with DI water  Test by UV-Vis 

Sample preparation, 
weigh 

Add the digesting 
reagent 

Total digested by 
microwave 

Dilute with DI water Tested by ICP-OES 
Filter and transfer to 
volumetric flask 

1. Test Lead (Pb), Cadmium (Cd), Mercury (Hg) concentration: 

Add extraction reagent Extracted by soxhlet 
extractors 

Washing and transfer 
to volumetric flask 

Volumetric by reagent Tested by GC-MS 

Sample preparation, 
weigh 

3. Test PBBs, PBDEs concentration: 

Stand and absorb the gas 
completely 

Burn the sample in burning 

bottle 

Transfer the extraction 

fluid to volumetric flask 

Sample preparation and 

weighing 

Add absorbing fluid 

into burning bottle 

Test by IC 
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Photo of the sample 

 
*** End  of  report *** 

This report is invalid without the Special Seal of the company. Any unauthorized alteration, forgery or 

falsification of the content or appearance of this report is unlawful. This report shall not be altered, increased or 

deleted. Without the approval of the company, the report cannot be reproduced except in full. The results shown 

in this report is only responsible for the sample(s) tested. 

In the People's Republic of China, if the report is not stamped with the CMA seal, that means the test report 

is only used for scientific research, education, internal quality control, product research and development, 

and is only for internal reference. 

The information of the sample is provided and confirmed by the customer. The company shall not be 

responsible for confirming the accuracy, suitability, and/or completeness of the information. 

If the client has any objection to the test report, it shall lodge a complaint within 3 months from the date of 

receiving the test report. 

Authenticity query URL of report : www.szsac.com  Anti-counterfeiting code : hdlano 
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